Corrosion behaviour of AISI 316L stainless-steel alloys in diabetic serum.
The present study investigates the pitting-corrosion behaviour of AISI 316L stainless steel in human physiological fluids. The emphasis is on the effect of diabetic serum with glucose and proteins, but reference solutions of isotonic saline solution with and without antibiotics were also used. Polarization experiments were carried out, and the results point to the innocuity of those fluids on the performance of the alloy as far as pitting corrosion is concerned.